Complications in the use of diathermy.
Electrical burns in diathermy rarely occur but are not always recognized as such or thoroughly investigated. The literature has proved to be very sparse in terms of reference to complications, although prolonged courses of treatment are required in individual cases. This paper analyses and discusses the problems of burns associated with diathermy that occurred in seven patients.